1. OD kit controls

QC CERTIFICATE

MAIPA Assay
900006
900016
6010126

g 2027-01

oD
GPIbIX GPlibllla GPlalla  HLA

Target  Result

Negative conftrol 0,020 0,022 0,025 0,040 <0,100 OK
Positive control anti-HPA-1a 2,605 > 0,500 OK
Positive control anti-HPA-5b 1,095 > 0,500 OK
Positive control anti-HLA 2,136 > 0,500 OK
2. Analytical sensitivity (OD WHO controls)
Dilution oD Target  Result
Anti-HPA-1a, NIBSC 05/106 1:8 0,541 > 0,300 OK
Anti-HPA-3a, NIBSC 03/190 1:8 1,377 > 0,300 OK
Anti-HPA-5b, NIBSC 99/666 1:1 0,737 > 0,300 OK
Anti-HLA, NIBSC 17/238 1:8 0,649 > 0,300 OK
3. Platelet-antibody identification
Antibody Result Decision
Anti-HPA-1a Anti-HPA-3a Anti-HPA-5b Anti-PLTL Ab
Positive sample anti-HPA-1a GPlibllla POS oK
GPlalla NEG
Positive sample anti-HPA-3a  GPlibllla POS ok
GPlalla NEG
Positive sample anti-HPA-5b GPlibllla oK
GPlalla
Negative sample GPlibllla NEG oK
GPlalla NEG
4. Final decision
Final decision: OK
Date: 2026-02-16

This document has been produced electronically and is valid without signature.

éoDia

Advanced Practical Diagnostics BV
Raadsherenstraat 3, B-2300 Turnhout

Tel +3214453599 | Fax +32 148129 45

QCCERT-MAIPA/V05/08.01.2024



